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Document: #HT000160 

Document Title: Omega Heat Controller Settings 

Product(s): T-200 

Procedure: 

To Set Temperature: 

On Control Panel, touch the Scroll Button. 

Increase Temperature by pressing the Up Button.  

Decrease Temperature by pressing the Down Button.  

Touch Enter to Finish. 

Keep Set Point 1 (SP1) and Set Point 2 (SP2) at the same temperature setting. 


